
DiveRite O2ptima Constant Flow 
Unmanned Lab Results

Test Conditions:
40 RMV lpm
1.35 CO2 lpm
50°F Water Bath
130 FSW (5 ATA)
Note: This curve is an 

average of 3 tests
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